Diagnostic accuracy of the MiMark endometrial cell sampler in 101 patients with postmenopausal bleeding.
The efficacy of the MiMark endometrial cell sampler in the cytological assessment of endometrium was evaluated in 101 patients with postmenopausal bleeding. The apparatus was successful in daignosing all but one of the endometrial carcinomas in the series. Reports of its accuracy in diagnosing endometrial hyperplasia and other endometrial pathology cannot be substantiated.